[Practical recommendations for the use of coagulometers].
The paper describes the basic stages of operation on APH2-02, APH2-02-P, and APH4-02-P coagulometers. The operating sequence is considered when carrying out the prothrombin test, the most common coagulology test in the laboratories of Russia. In addition, recommendations are given, which allow the most typical errors to be avoided.